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Ref No.

MFG Date

EXP Date

Result

Pass

Pass

Pass

Pass

Ko Jongkwan

Quality Management Representative

QA Division

Quantity per one kit

10 Inner packge(1 TB-Feron Nil tube, 1 TB-Feron TB Antigen tube, 1 TB-Feron Mitogen

tube, 1 Insert)

Performance Inspection

Packaging Inspection

Printing specifications the components and package of test kit

• REF No, Lot No, MFG, EXP

According to SD Biosensor's quality assurance system, the above QC tests have been completed and passed

the specification. We hereby approve this product release.

• Tube color

 - TB-Feron Nil tube: Plastic tube with gray cap

 - TB-Feron TB Antigen tube: Plastic tube with red cap

 - TB-Feron Mitogen tube: Plastic tube with purple cap

• No scratch, stain and crack etc.

• Tube and cap must be combined without gaps

• Black line position of tube: 1 ml volume in tube

• Vacuum degree of tube: 0.8 ~ 1.2 ml volume in tube

• Optical density(OD450) must be in the acceptable range.

Lot No. 7T444C1AC
2023.04.12.

2024.07.11.

Testing categories Specification

Appearance Inspection

Product Name STANDARD
TM

 E TB-Feron SPP

Cat No.

Headoffice: C-4th&5th, 16, Deogyeong-daero 1556beon-gil,

Yeongtong-gu,  Suwon-si, Gyeonggi-do, 16690, REPUBLIC OF KOREA

Manufacturing site: 74, Osongsaengmyeong 4-ro, Osong-eup, Heungdeok-gu,

Cheongju-si, Chungcheongbuk-do, 28161, REPUBLIC OF KOREA

TEL : +82-31-300-0400 / FAX : +82-31-300-0499

http://www sdbiosensor.com

Certificate of Analysis

07TBFA4007TBFA40
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	(7T444C1AC) STANDARD E TB-Feron SPP COA (07TBFA40)
	(60946D2AC) STANDARD™ F CRP(10CRP10B)
	(60946V2AC) STANDARD™ F CRP(10CRP10B)
	(63646W2AC) STANDARD™ F iFOB FIA(10IFO10C)
	(63646W3AC) STANDARD™ F iFOB FIA(10IFO10C)
	(64346N1AC)STANDARD™ F TB-Feron FIA(IFN-gamma)(10TBF10E)
	(6414671AC)STANDARD™ F NT-proBNP FIA Test Device(GNTP1-2-000C0)

