e
§€é STANDARD F100

SD BIOSENSOR
! —

Mini-5pin USB kabel

STANDARD F100

L

PC

1/5



PROCEDURA

Provést v PC Provést v F100

Zapojte do STANDARD F100 napajeci

kabel.
Spustte program
F100FirmwareUpdater VxxxXRxxx.exe.

B F100FirmwareUpdater_v100R024.exe

v

5 £100 Firmware Updater - O X

Update version : F'W_Version VL.00R024
us
No Analyzer has been detected.

Sl

Do not disconnect the USB coble or shuldown the device while | s belng updaled,

It may cause a sarous damaje to the davice or may make it to be impossitile 1o recaver.
Hlease contart your local nestomer support and secvice center when you experience
s mattucton.
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Nyni pfipojte Mini-5pin USB kabel.
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Stisknéte tladitko ‘Upgrade Firmware’

.‘]yn\"".\‘vl' Ingater — :

Update version : FW_Version V1.00R024

Status

;  Analyzer has been disconnected.

| Do not disconnect the USB cable or shutdown the device while it is being updated.
IUmey cause a serfous damage Lo the device or may make It Lo be impossible Lo recover.

Mease contac! ” =y
this MM F100frmwareupdater v100024 (1) X

O Vicso Hsj Upgrade Success!
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Aktualizace firmwaru je dokoncena.
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