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Quick Guide
Monkey 

NGAL ELISA Kit 
(KIT 045)

Monkey NGAL ELISA Kit

Wash x 3

Wash x 3

Wash x 3

incubate for 
1 hour at rt

incubate for 
1 hour at rt

incubate for 
1 hour at rt

incubate for 
10 min at rt
in the dark

Dilute samples

Read at 450 nm

Prepare monkey NGAL calibrator set by dilution 
from the Calibrator Stock 

Bring reagents to room temperature (RT)

100 μL Calibrator/control/diluted sample

100 µL Biotinylated Monkey-NGAL Antibody

100 µL HRP-Streptavidin

100 µL TMB Substrate

100 µL Stop Solution



*Calibrators are to be freshly diluted immediately prior to use.

Please visit www.NGAL.com for further information and overview of NGAL Assays for other species.

Calibrator # 8 7 6 5 4 3 2 1

NGAL 
Concentration

1000  
pg/mL

500  
pg/mL

250  
pg/mL

100  
pg/mL

50  
pg/mL

25  
pg/mL

10  
pg/mL

0  
pg/mL

Dilution Factor 1 2 4 10 20 40 100 -

Monkey NGAL 200 µL 200 µL 100 µL 40 µL 20 µL 10 µL 10 µL -

Sample Diluent - 200 µL 300 µL 360 µL 380 µL 390 µL 990 µL 400 μL

Transfer to wells 100 µL/
well x 2  

100 µL/
well x 2

100 µL/
well x 2

100 µL/
well x 2

100 µL/
well x 2

100 µL/
well x 2

100 µL/
well x 2

100 µL/
well x 2        

Monkey NGAL Calibrator Stock 5 mL  1x sample diluent

Calibrator dilution guide*

Monkey NGAL ELISA Kit


